Complications of bioabsorbable orbital implants and fixation plates.
After orbital floor and trimalar fracture repair with the use of a bioabsorbable maxillofacial implant, a patient had eyelid retraction with a thickened, immobile eyelid. We observed a dense, fibrous scar and encapsulation at the implantation site.